GUTH LABORATORIES, INC.

REPORT OF CALIBRATION

GUTH-EUTECHNICS DIGITAL THERMOMETER

29.5°C-38.5°C

GUTHP/N GU-4300-DT

SIN_09/77¢

RECALIBRATION DATE S~ 30 -0/

The Digital Thermometer calibration was verified at 30.00° C,
34.00° C, and 37.00° C by comparison to temperature standards
traceable to the National Institute of Standards and Technology.
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